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Introduction
Inhalation therapy remains the cornerstone for the therapeutic management of asthma [1] , [2] , [3] , [4] . Despite the availability of many inhaler devices with various design and formulation, the pressurised metered dose inhaler (pMDI) is still widely prescribed by the healthcare providers [5] , [6] . The success of the pMDI therapy, therefore, depends not only on the therapeutic active ingredients of the pMDI, but also crucially on the correct inhaler technique used by the patients themselves [5] , [7] , [8] , [9] . Indeed, both children and adults with asthma experience the same problems when using their pMDIs. However, these problems are more pronounced in children, with a greater number of errors seen in those aged under 6 years [10] . Consequently, less than 50% of those children would get the desired therapeutic outcome of their inhaled therapy [3] .
Valved holding chamber (VHC) devices, commonly referred to as spacers, are used with pMDIs to overcome the common problem of hand-lung coordination associated with the pMDI use [11] , [12] . When compared to the improper use of a pMDI alone, inhalation of the dose through a pMDI connected to a spacer device significantly improved the aerosol lung deposition [1] , [13] , [14] , and reduced both the oropharyngeal [15] and systemic [16] inhaled corticosteroid-related adverse effects.
Therefore, both national [17] and international [18] Asthma Management Guidelines recommend using spacer devices in young children receiving pMDI therapy.
Nevertheless, up to 40% of the children use their pMDI inadequately even with a spacer [19] . Verbal counselling on correct inhaler technique is effective in all age groups [20] , but only 50% of the patients were using the correct pMDI technique 1-30 days after having been trained and demonstrated the correct pMDI technique [3] . Accordingly, a regular inhaler technique check-up and training is needed even after a long period of inhaler use [2] , [19] , [21] . Moreover, a multiple feedback mechanism for a sufficient inhaler use would be useful for subjects with asthma and their caregivers, and should enhance the patients' compliance and thus asthma control [21] .
Many patients inhale too fast when they use a pMDI [22] , [23] and the flow used should be < 90 l/min. It has been shown that an inhaler training tool giving an audible feedback helps the patients to maintain the trained pMDI technique with a slow inhalation [20] , [24] . Similarly, the AeroChamber Plus ® spacer (Trudell Medical
International, Ontario, Canada) helps the patients use a slow inhalation by producing a sound when the inhalation flow exceeds 60 l/min. Recently, the feedback mechanism when using the AeroChamber Plus VHC has been enhanced by the inclusion of a visual feedback mechanism to indicate inhalation; the AeroChamber Plus ® with FlowVu ® inspiratory flow indicator (Trudell Medical International, Ontario, Canada) as shown in Figure 1 . This visual feedback also confirms a tight seal between the facemask of the spacer and the patient's face (round the nose and mouth), ensuring no aerosol leakage. The inset in Figure 1 which highlights the 'flow-vu' is the only difference between the two versions of the spacer.
The main aim, therefore, of the current research study was to determine if the routine use of the recently introduced VHC, the AeroChamber Plus with Flow-Vu (FV), would alter asthma control in pre-school children with asthma, compared with the use of the currently available VHC, the AeroChamber Plus (AC). Comparison of the inhalation flow used by the children through these VHCs was also investigated.
Moreover, the impact on the quality of life of those children's parents as direct caregivers was studied. The study was integrated into the routine medical care at paediatrics respiratory outpatient clinics.
Methods
Children with asthma and their parents (caregivers) attending the paediatrics respiratory out-patient clinics at NHS teaching hospitals (United Kingdom) for routine medical care, and fulfilling the study's inclusion criteria were invited to take part in this research study. Children aged 1 to 5 years with partly controlled-or uncontrolled asthma according to GINA (2008) criteria and receiving parentally supervised inhalation therapy including an inhaled corticosteroid via a pMDI plus a spacer device were considered eligible for participation. The children were excluded if their inhalation treatment had been changed over the last 4 weeks prior to enrolment, were using a dry powder inhaler or a breath-activated pMDI, had limited physical or mental ability to use a spacer or follow the study procedures, or had other chronic disease conditions at study enrolment that might adversely affect their quality of life. All asthmatic children and their parents gave signed informed consent prior to enrolment. This prospective, randomized, parallel-grouped comparative study investigated the effect of the routine use of the novel FV VHC (designed with a visual feedback reassurance mechanism of an optimal inhalation), on asthma control in asthmatic children, compared with the routine use of the currently available AC VHC. The yellow facemask versions of both VHCs were used. Changes in the children's peak inhalation flow through a pMDI plus spacer and in the health-related quality of life of their parents were assessed as well.
The first group was the FV VHC group; patients enrolled into the FV group used the novel AeroChamber Flow-Vu VHC device connected to their pMDIs. The second study group was the AC VHC group; patients enrolled into the AC group used the currently available AeroChamber device (which does not have the visual feedback indicator). The age, sex and height of each child in both groups were also recorded.
The study involved four clinic-based visits. At visit 1 (recruitment), all participants were enrolled into a two-week run-in period, where, irrespective of the spacer device the children were using before enrolment, they were given-and verbally trained to use an AC spacer over the run-in period. At visit 2 (baseline), each asthmatic child was randomized into either the FV or AC group according to a previously constructed randomization table. All parents along with their asthmatic children were trained to use the inhalation method they had been randomized to use. The training session continued until the parent and their child satisfactorily demonstrated the correct pMDI plus spacer technique, otherwise they were withdrawn from the study and referred to their doctor/practice nurse for inhaler device assessment. All parents were instructed that their child's inhaled corticosteroid pMDI should be attached to the spacer. Visit 3 occurred 6 weeks after visit 2 and visit 4 another 6 weeks later (study end -12 week study).
At each of the 4 study visits, the child's peak inhalation flow (PIF) was measured using the In-Check Meter ® (Clement Clarke International Ltd, UK), mimicking the inhalation flow achieved through a pMDI connected to a spacer. The child's parent completed the first 6 items of the Asthma Control Questionnaire (ACQ) [25] on their child's behalf. Moreover, the parent completed the Paediatric Asthma Caregiver's Quality of Life Questionnaire (PACQLQ) [26] . Any changes to the child's asthma medications over the study visits were also checked and recorded with the reason for the change, as appropriate. At the end of the study, the parents, in the AC and FV groups, completed a preference question, where each FV parent was asked to rate their preference between the AC and the FV using a 5 point Likert scale (5=much better to 1=much worse). The FV spacer was demonstrated to all AC parents and they were then asked the same preference question and rating.
Statistical Analysis
All analyses were undertaken using SPSS ( For the ACQ scale, the outcome measure utilised was the total score, calculated as the un-weighted mean score from each of the 6 sub-scales comprising the ACQ scale.
Possible scores range from 0.0 to 6.0, with lower scores indicating greater control. For the PACQLQ scale, the outcome measure utilised was the total score, calculated as the weighted average of the Activity and Emotion subscales, with higher scores indicating greater functionality. Age, height and gender were additionally included as controlling variables in all MANCOVA and ANCOVA models.
It was judged that there was no theoretical or empirical basis to assess the PIF outcome jointly with the ACQ and PACQLQ outcomes; hence separate univariate analyses of covariance (ANCOVA) were conducted on the PIF measure.
All parameters found to exhibit significant associations with the ACQ and PACQLQ variables assessed jointly were subject to additional follow-up ANCOVA procedures to provide further insight into the nature of the relationship. A discriminant function analysis was also undertaken for the key factor (group) on the primary analysis only.
The preference question response was analysed independently of other outcomes.
Parental preference was compared using the Mann-Whitney U test. An overall view of parental preference was obtained using the one-sample Wilcoxon signed rank test, testing the median statistic against the test statistic of 3 (corresponding to no preference between the AeroChamber equipment with and without the addition of the Flow Vu device).
Results
Eighty (40 in each group) children with asthma started and all completed the study as shown in Table 1 . There was no difference between the ACQ, PACQLQ and PIF outcome variables between visit 1 (recruitment) and visit 2 (study start).
A summary of the ACQ and PACQLQ scores as well as the PIF at each visit are presented in Table 2 Although there was a difference between the age (p=0.024) and height (p=0.036) between the two groups at baseline this did not influence the ACQ and PACQLQ.
However, a degree of substantive significance was indicated, with the effect being classified as borderline significant. The partial η 2 statistic of 0.078 indicated an effect of low-to-medium magnitude. found that the median preference score was significantly different to the "neutral" option 3 (p<0.001) in both groups.
Discussion
Patients with asthma who continue to have the problem of co-ordinating the MDI activation with inhalation, even after repeated technique training sessions, are commonly prescribed a spacer device to use with their pressurised inhalers [12] . This has been instituted in the Asthma Management Guidelines as a recommended practice in young children aged less than 12 years where the issue of poor pMDI technique is more evident [17] , [18] . These recommendations towards the use of spacers have been based on the advantages these devices provide in terms of improved lung deposition of inhaled bronchodilators [13] , [27] and inhaled corticosteroids [15] , [28] , accompanied with improved safety.
Despite repeated training of children with asthma on the correct pMDI-spacer use, many children continue to have inadequate spacer technique [19] , [29] . A report by the Aerosol Drug Management Improvement Team (ADMIT) on the need to improve the inhalation technique in Europe has stated that inhalation devices enhanced with a multiple feedback mechanism to reassure the patients and their caregivers that the performed inhalation technique via an inhaler is sufficient, should improve the overall correct inhaler use and ultimately disease control [21] . Additionally, the patients' adequate pMDI-spacer technique is infrequently checked by the busy healthcare providers [30] ; thus inhalation devices with good technique feedback mechanisms can The primary analysis identified that when the changes in the ACQ and PACQLQ questionnaire scores were analysed together there was a borderline significance between the groups that was derived almost entirely from the relationship of grouping with the Paediatric Asthma Caregiver's Quality of Life Questionnaire [26] scores which were well discriminated by the group. The improvement in the PACQLQ was greater in the FV group and the overall change was greater than 0.5. This could be reflected by parental preference for the AeroChamber Flow-Vu, in that it would have provided the parents with reassurance that their child was receiving a dose during their inhalation manoeuvre. A similar, but small improvement in the asthma control indicated by the ACQ [25] occurred in both groups, but the change was less than the 0.5 decrease that is regarded as clinically significant [31] . This might be justified by the limited 12-week follow-up duration of the study that might have been insufficient to establish this difference.
The infants' mean baseline inhalation flow rate, mimicking normal tidal breathing, through the study spacers at study enrolment (visit 1) was slow and well below 60 l/min for the two study groups (41.2 l/min AC group; 37.3 l/min FV group). Although the PIF of the FV group was generally slower than that of the AC group; no significant difference in the PIF was demonstrated between the two groups throughout the study period. Both the AC and FV spacers, however, did maintain the infants' inhalation manoeuvres within the desirable slow inhalation flows recommended for the pMDI device.
Despite the similarity between the current AC spacer and its new FV version in terms of maintaining the recommended pMDI-spacer inhalation flow rate, and thus the paediatric asthma control levels, the FV group parents have demonstrated more preference for the FV spacer compared to the AC. The FV group parents stated that with the visual flow indicator they could tell that their children were actually taking their "puff"; this was of a particular importance when their children were asleep while being given their inhaled medicine. Moreover, the FV group parents commented that they were able to confirm the exact number of breaths their children took through the spacer by counting the times the FV indicator moved. This visual drug delivery reassurance, therefore, might justify the significant improvement in the quality of life of the FV group parents. Similarly, when the AC group parents were demonstrated the FV spacer at the end of the study they also had a strong preference for this version.
This parental preference attitude makes the FV the VHC of choice for their asthmatic infants.
Conclusion
The 
